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Lampiran 3 : Tabel Hasil Penelitian 

  



Lampiran 4 : Hasil Uji SPSS 

 

UJI NORMALITAS 

 

One-Sample Kolmogorov-Smirnov Test 

 Suhu 15oC Suhu 25oC Suhu 30oC 

N 9 9 9 

Normal Parametersa,b Mean 4,5667 4,7000 5,0778 

Std. Deviation 1,07703 1,16726 1,52051 

Most Extreme Differences Absolute ,121 ,221 ,161 

Positive ,121 ,221 ,161 

Negative -,105 -,170 -,154 

Test Statistic ,121 ,221 ,161 

Asymp. Sig. (2-tailed) ,200c,d ,200c,d ,200c,d 

 

a. Test distribution is Normal. 

b. Calculated from data. 

c. Lilliefors Significance Correction. 

d. This is a lower bound of the true significance. 

 

 

Tests of Normality 

 

Kolmogorov-Smirnova Shapiro-Wilk 

Statistic df Sig. Statistic df Sig. 

Suhu 15oC ,121 9 ,200* ,980 9 ,965 

Suhu 25oC ,221 9 ,200* ,950 9 ,688 

Suhu 30oC ,161 9 ,200* ,975 9 ,936 

 

*. This is a lower bound of the true significance. 

a. Lilliefors Significance Correction 

 

 

 



Descriptives 

Kadar Asam Urat   

 N Mean 
Std. 

Deviation Std. Error 

95% Confidence Interval 
for Mean 

Lower 
Bound 

Upper 
Bound 

Suhu 15oC 9 4,5667 1,07703 ,35901 3,7388 5,3945 

Suhu 25oC 9 4,7000 1,16726 ,38909 3,8028 5,5972 

Suhu 30oC 9 5,0778 1,52051 ,50684 3,9090 6,2465 

Total 27 4,7815 1,23943 ,23853 4,2912 5,2718 

 

 

Descriptives 

Kadar Asam Urat   

 Minimum Maximum 

Suhu 15oC 2,90 6,30 

Suhu 25oC 3,00 6,50 

Suhu 30oC 2,50 7,50 

Total 2,50 7,50 

 

 

Test of Homogeneity of Variances 

Kadar Asam Urat   

Levene Statistic df1 df2 Sig. 

,318 2 24 ,731 

 

 

 

 

 

 

 

 



UJI ONE WAY ANOVA 

ANOVA 

Kadar Asam Urat   

 Sum of Squares df Mean Square F Sig. 

Between Groups 1,265 2 ,633 ,393 ,680 

Within Groups 38,676 24 1,611   

Total 39,941 26    

 

POST HOC TESTS 

Multiple Comparisons 

Dependent Variable:   Kadar Asam Urat   

 (I) Suhu Awal 
Reagen 

(J) Suhu Awal 
Reagen 

Mean 
Difference (I-J) Std. Error Sig. 

Tukey HSD 15oC 25oC -,13333 ,59842 ,973 

30oC -,51111 ,59842 ,674 

25oC 15oC ,13333 ,59842 ,973 

30oC -,37778 ,59842 ,804 

30oC 15oC ,51111 ,59842 ,674 

25oC ,37778 ,59842 ,804 

Bonferroni 15oC 25oC -,13333 ,59842 1,000 

30oC -,51111 ,59842 1,000 

25oC 15oC ,13333 ,59842 1,000 

30oC -,37778 ,59842 1,000 

30oC 15oC ,51111 ,59842 1,000 

25oC ,37778 ,59842 1,000 

 

  



 

Multiple Comparisons 

Dependent Variable:   Kadar Asam Urat   

 (I) Suhu Awal 
Reagen 

(J) Suhu Awal 
Reagen 

95% Confidence Interval 

Lower Bound Upper Bound 

Tukey HSD 15oC 25oC -1,6278 1,3611 

30oC -2,0055 ,9833 

25oC 15oC -1,3611 1,6278 

30oC -1,8722 1,1166 

30oC 15oC -,9833 2,0055 

25oC -1,1166 1,8722 

Bonferroni 15oC 25oC -1,6735 1,4068 

30oC -2,0512 1,0290 

25oC 15oC -1,4068 1,6735 

30oC -1,9179 1,1623 

30oC 15oC -1,0290 2,0512 

25oC -1,1623 1,9179 

 

HOMOGENEOUS SUBSETS 

 

Kadar Asam Urat 

 
Suhu Awal Reagen N 

Subset for alpha 
= 0.05 

1 

Tukey HSDa 15oC 9 4,5667 

25oC 9 4,7000 

30oC 9 5,0778 

Sig.  ,674 

 

Means for groups in homogeneous subsets are displayed. 

a. Uses Harmonic Mean Sample Size = 9,000. 

 

 

  



Lampiran 5 : Dokumentasi Penelitian 

 

 

Gambar 1 : Alat dan bahan untuk pengambilan darah vena. 

 

 

Gambar 2 : Pengambilan darah vena. 

 

 

Gambar 3 : Pemipetan reagen ke dalam tabung. 



 

 

Gambar 4 : Pengukuran suhu awal reagen. 

 

 

Gambar 5 : Pereaksian serum terhadap reagen asam urat. 

 

 

Gambar 6 : Pembacaan hasil kadar asam urat di alat spektrofotometer. 
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