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One-Sample Kolmogorov-Smirnov Test 

 Hasil 

N 60 

Normal Parameters
a,b

 Mean 5,867 

Std. Deviation 1,7931 

Most Extreme Differences Absolute ,053 

Positive ,053 

Negative -,050 

Test Statistic ,053 

Asymp. Sig. (2-tailed) ,200
c,d

 

a. Test distribution is Normal. 

b. Calculated from data. 

c. Lilliefors Significance Correction. 

d. This is a lower bound of the true significance. 

 

Oneway 
 

Test of Homogeneity of Variances 

Hasil   

Levene Statistic df1 df2 Sig. 

,153 2 57 ,858 

 

ANOVA 

Hasil   

 Sum of Squares df Mean Square F Sig. 

Between Groups 19,377 2 9,689 3,243 ,046 

Within Groups 170,316 57 2,988   

Total 189,693 59    
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Homogeneous Subsets 
 

Hasil 

Tukey HSD
a
   

Perlakuan N 

Subset for alpha = 0.05 

1 2 

4 jam 20 5,150  

2 jam 20 5,910 5,910 

0 jam 20  6,540 

Sig.  ,353 ,486 

Means for groups in homogeneous subsets are 

displayed. 

a. Uses Harmonic Mean Sample Size = 20,000. 

 
 
Post Hoc Tests 

Multiple Comparisons 

Dependent Variable:   Hasil   

Tukey HSD   

(I) Perlakuan (J) Perlakuan 

Mean Difference 

(I-J) Std. Error Sig. 

95% Confidence Interval 

Lower Bound Upper Bound 

0 jam 2 jam ,6300 ,5466 ,486 -,685 1,945 

4 jam 1,3900
*
 ,5466 ,036 ,075 2,705 

2 jam 0 jam -,6300 ,5466 ,486 -1,945 ,685 

4 jam ,7600 ,5466 ,353 -,555 2,075 

4 jam 0 jam -1,3900
*
 ,5466 ,036 -2,705 -,075 

2 jam -,7600 ,5466 ,353 -2,075 ,555 

*. The mean difference is significant at the 0.05 level. 
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Dokumentasi Penelitian 

 

 

Gambar .1 Inkubator  

 

 

 

Gambar .2 Centrifuge 
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Gambar 3. Mikropipet 

 

 

 

 

Gambar 4. Sampel Serum 
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Gambar 5. Alat ILAB300 Plus 
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