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Gambar serum di suhu ruang
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Output SPSS

Descriptives

KADAR.KOLESTEROL.TOTAL

N Mean Std. Deviation Std. Error

95% Confidence Interval for

Mean

Minimum MaximumLower Bound Upper Bound

Di periksa langsung 10 185.80 21.994 6.955 170.07 201.53 158 226

Tunda 2 jam 10 186.90 20.577 6.507 172.18 201.62 161 223

Tunda 4 jam 10 192.00 21.924 6.933 176.32 207.68 163 230

Tunda 6 jam 10 196.70 21.797 6.893 181.11 212.29 169 235

Tunda 8 jam 10 201.10 22.551 7.131 184.97 217.23 173 243

Total 50 192.50 21.677 3.066 186.34 198.66 158 243
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Output SPSS

Descriptive Statistics

N Mean
Std.

Deviation Minimum Maximum

KADAR KOLESTEROL
TOTAL

50 192.50 21.677 158 243

One-Sample Kolmogorov-Smirnov Test

KADAR
KOLESTEROL

TOTAL

N 50

Normal Parametersa Mean 192.50

Std. Deviation 21.677

Most Extreme
Differences

Absolute .126

Positive .126

Negative -.070

Kolmogorov-Smirnov Z .891

Asymp. Sig. (2-tailed) .406

a. Test distribution is Normal.

ANOVA

KADAR KOLESTEROL
TOTAL

Sum of
Squares Df Mean Square F Sig.

Between Groups 1681.000 4 420.250 .886 .480

Within Groups 21343.500 45 474.300

Total 23024.500 49
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